
 
 
 

 
Report No.: S20110602302E   page 1 of 12 

Shenzhen NTEK Testing Technology Co., Ltd. | Address: 1/F, Building E, Fenda Science Park, Sanwei Community, Xixiang Street,  
Bao’an District, Shenzhen 518126 P.R.China. | Tel: +86-755-36995508 | Fax: +86-755-36995505 http://www.ntek.org.cn 
Complaint Tel: +86-755-36995510 | Complaint E-mail: complaint@ntek.org.cn 
 

Test Report 
 

Applicant: Baoding Yinhong Yuhe Medical Device manufacturing Co., Ltd 
Address: Dawangdian Industrial Park, Xushui District, Baoding, Hebei Province, China 
  
The following sample(s) was/were submitted and identified on behalf of the client as: 
Product name: Filtering half mask 
Model: YH/9911 
Trade mark: YINHONYUHE 
Manufacturer: Baoding Yinhong Yuhe Medical Device manufacturing Co., Ltd 
Address: Dawangdian Industrial Park, Xushui District, Baoding, Hebei Province, China 
Classification: FFP2 NR 
Sample quantity: 147 Pcs 
  
Sample Received 
Date: 

Dec. 10, 2020 

Testing Period: Dec. 10, 2020~ Dec. 16, 2020 
 

Test Requirement: 

According to the requirement of the client, the test item(s) of the sample is according to the standard 
EN 149:2001+A1:2009. 

Test Result(s): Please refer to the following page(s)  

Test Method: Please refer to the following page(s)  
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